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Abstract

Electrode polarization is the main drawback when
measuring the conductivity on solid ionic con-
ductors. To overcome this inconvenience, a two-
terminal pulsed method was used to measure,
under strong electrode polarization, the dc con-
ductivity on Na-b-alumina samples. The results
agree well with those obtained with impedance
spectroscopy. # 1999 Elsevier Science Limited. All
rights reserved

1 Introduction

The ionic conductivity (or resistivity) is the most
important parameter to characterize a solid ionic
conductor. In this type of materials, electrode
polarization is the main drawback when electric
measurements have to be made.1

There are some methods to deal with polariza-
tion,2 the most used of which is the impedance
spectroscopy. However, the results obtained by
this technique are, in many cases, not too precise.
This is the case when the Z or Y plots include dis-
torted arcs.3 Another method to measure con-
ductivity under polarization e�ects is the pulsed
method proposed by Johnson et al.2 The polar-
ization is avoided by choosing a short pulse
duration.
In this paper a pulsed method to measure the

ionic conductivity is presented. The measurements
were done under electrode polarization. The
method was tested both in an equivalent electric
circuit of a polycrystalline Na-�-alumina sample
and in a real sample.

2 Experimental Arrangement

The pulsed method presented here is a two-terminal
technique. The experimental arrangement is illu-
strated in Fig. 1. The circuit is fed by a pulse gen-
erator (10Mhz band). The sample is a solid
electrolyte with two silver electrodes. Rp is a preci-
sion metal-®lm resistor (tolerance 0.1%, tempera-
ture coe�cient 15 ppm) used to evaluate the
current intensity, i t� �, across the sample. D is a low
leakage, low capacitance diode (JPAD5), the func-
tion of which is to avoid the sample-discharge over
the low output impedance of the pulse generator.
The 100M
 resistor regulates the discharge
between pulses. The pulse has a frequency of about
10Hz and a width which depends on the impe-
dance characteristics of the sample. Its regulation
will be discussed later on. The measurement set is a
two channel digital real-time oscilloscope (Tek-
tronix TDS 360) in association with two DI-FET
high speed precision operational ampli®ers (OPA
602AP) mounted as voltage followers used to
increase the input impedances of the scope to 1012
.

3 Method Description and Experimental Results

Pellets of Na-�-alumina were fabricated from
powders with compositions of 9.69wt% Na2O and
90.31wt% Al2O3. The specimens used in the mea-
surements, all made at room temperature (&25�C),
had an aspect ratio (1/A) equal to 2 cmÿ1

(1&0.7 cm, A � 0�6� 0�6 cm2). Ionically blocking
electrodes were applied by ®ring silver paste on
polished surfaces.
To get the impedance equivalent circuit of one of

the pellets, plots of Z and Y were displayed in an
impedance analyser (Hewlett Packard 4194A).
According to the a.c. data obtained, the equivalent
circuit which best ®ts the results is represented in
Fig. 2, with Rb=500 
, Rgb=5K
, Cgb=330pF,
and Cdl=39nF.
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The method was ®rst tested by replacing the
sample of the scheme of Fig. 1 by the equivalent
lumped circuit just described. The precision resistor
Rp has a value of 10K
. In a ®rst attempt, to
separate the e�ects of Cgb and Cdl on the response
of the circuit, Cdl was removed [Fig. 3(a)]. The
corresponding scope display is shown in Fig. 3(b).
If, during a pulse, Cgb gets full charged [v2 t� � tends
to a horizontal straight line], then no current ¯ows
through it. Thus, the current i t� � in Rp is the same
in Rb and Rgb. In this case, at the end of a pulse
(t � 0ÿ: i(0ÿ)=I, v1(0

ÿ)=V1 and v2(0
ÿ)=V2), the

total resistance of the circuit (Rt � Rb � Rgb

� 5�5K
) is obtained as Rt � V2=I � V2Rp=
�V1 ÿ V2�, where V1 ÿ V2 is the voltage drop
across Rp, V2 is the voltage across Rt and I is the
current in Rp and Rt. In the case of Fig. 3, for a
pulse width of 50�s, Rt=5.46K
, which gives an
error of 0.7%. Attention must be paid in such a
way that pulse width is large enough to let Cgb be
fully charged.
A second attempt is done by using the complete

equivalent circuit [Fig. 4(a)]. The corresponding
v1 t� � and v2 t� � displays are shown in Fig. 4(b). At
the end of each pulse, the voltage drop across Rt is
V2 ÿ V3, where V3 is the Cdl voltage. As the voltage
at the end of charging (t � 0ÿ) is the same at the

beginning of discharging (t � 0), V3 can be deter-
mined from the v2 t� � decay curve of Fig. 4(b).
Thus, V3 is given by the intersection of the extra-
polated line in the v2 t� � decay plot, representing the
Cdl voltage, with the v axis. On the other hand, at
t � 0ÿ, if the capacitor Cgb is already charged and
the capacitor Cdl is still being charged
(Cgb << Cdl), the current i t� � ¯owing through Cdl

is the same in Rp, Rb and Rgb. So, the total resis-
tance of the equivalent circuit of a �-alumina sam-
ple is (V2 ÿ V3)/I and can be calculated from

Rt � V2 ÿ V3

V1 ÿ V2
Rp �1�

Fig. 1. Schematic diagram of the pulsed conductivity mea-
surement circuit.

Fig. 2. Equivalent circuit of a sodium �-alumina pellet used.
Rb=intragranular (bulk) resistance. Rgb and Cgb=grain-
boundary resistance and capacitance. Cdl=double layer capa-

citance of electrode/electrolyte interface.4

Fig. 3. (a) Precision resistor and equivalent circuit without
Cdl. (b) Scope display when the sample of Fig. 1 is replaced by

this equivalent circuit.

Fig. 4. (a) Precision resistor and the complete equivalent cir-
cuit. (b) Scope display when the sample of Fig. 1 is replaced by

this equivalent circuit.
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In the case of Fig. 4, Rt is equal to 5.6K
, which
gives an error of 1.8%. Finally, the pulsed method
was tested directly in a pellet of Na-�-alumina. The
total resistance got from complex impedance spec-
troscopy was about 9.3K
. The v1 t� � and v2 t� �
displays are presented in Fig. 5, with a pulse width
equal to 80�s. As the last part of the v2 t� � decay
curve, which represents the voltage across Cdl, is
not a straight line, its intersection with the v axis
cannot be precisely found. To overcome this
inconvenience a tangent line to the v2 t� � decay
curve is plotted in such a way that its direction
follows the trend of the last part of the variation of
v2 t� �, as represented in Fig. 5. Then the values of
V1, V2, and V3 can be easily read from this
®gure. Using eqn (1), Rt can be calculated. From

this calculation the Na-�-alumina sample mea-
sured has Rt � 10�4K
, which deviates 12% from
the corresponding value obtained by impedance
spectroscopy.

4 Conclusions

The pulsed method presented in this paper aims to
overcome the di�culties in measuring d.c. ionic
conductivity on `two-electrodes' samples due to
polarization. This technique o�ers the following
advantages: it is not a�ected by polarization,
shows good precision, and requires equipment not
too expensive. Obviously only the total ionic
conductivity can be easily measured. The results
agree well with those obtained with impedance
spectroscopy.
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Fig. 5. Scope display when the sample of Fig. 1 is a �-alumina
specimen.
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